[Hygiene in dentistry. I. Contamination of handpieces and dental units].
The microbial contamination was examined after clinical use in three groups: 1. autoclaved, 2. disinfected, 3. non treated dental turbine handpieces. The results did not show any difference in contamination between groups of handpieces. The authors described their recommendations how to use dental handpieces in cases of different cooling water supply of units.